Clinical results of treatment of patients in the air-fluidized bed (Clinitron) during a one-year period.
Beside the nursing difficulties in using the Clinitron bed we have experienced further technical difficulties during the introduction period which are described. However, the beds have been most effective from a bacteriological point of view and have reduced the infection rate.